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STL Richland
2800 George Washington Way
Richiand, WA 99354

Certificate of Analysis Tel: 509 375 3131 Fax: 509 376 5690

www.stl-Inc.com

Pacific Northwest National Laboratories
Sigima V Building

Richland, WA 99352

February 28, 2007

Attention: Dot Stewart

SAF Number : 507-010

Date SDG Closed : December 14, 2006

Number of Samples : One (1)

Sample Type : Water

SDG Number : W05078

Data Deliverable : 45-Day / Summary
CASE NARRATIVE

L Introduction

On December 14, 2006, one water sample was received at STL Richland (STLR) for radiochermical
analysis. Upon receipt, the sample was assigned the following laboratory ID number to correspond with
the Pacific Northwest National Laboratories (PGW) specific 1D:

PGW ID# STLR ID# DATE OF RECEIPT MATRIX
BIKPD6 JLPEJ 12/14/06 WATER

11 Sample Receipt
The samples were received in good condition and no anomalies were noted during check-in.
118 Analytical Results/Methodology

The analytical results for this report are presented by laboratory sarople ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:

Liquid Scintillation Counting
Enriched Tritium by method RICH-RC-5024

Severn Trent Laboratories, inc.

ST RICHLAND



Pacific Northwest National Laboratories
February 28, 2007

Iv. Quality Contrel

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments” section.

QC and sample results are reported in the same units.

V. Comments

Liquid Sciuntillation Counting
Enriched Tritium by method RICH-RC-5024
The LCS, batch blank, sample and sample duplicate are all within contractual limts.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

b A ot

Sherrym. Adam
Project’Manager

ST RICHLAND



Drinking Water Method Cross References

DRINKING WATER ASTM METHOD CROSS REFERENCES
Referenced Method Isotope(s) STL Richland's SOP number
EPA 901.1 Cs-134, 1-131 RICH-RC-5017
EPA 900.0 Alpha & Beta RICH-RC-5014
EPA 903.1 Ra-226 RICH-RC-5005
EPA 904.0 Ra-228 RICH-RC-5005
EPA 905.0 5r89/90 RICH-RC-5008
ASTM D2460 Total Radium RICH-RC-5027
Standard Method 7500-U-C & ASTM D5174  |Uranium RICH-RC-5058
EPA 906.0 Tritium RICH-RC-5007
NOTE:
The Gross Alpha LCS is prepared with Am-241 (unless otherwise specified in the case narrative)
The Gross Beta LCS is prepared with St/Y-90 (unless otherwise specified in the case narrative)

Uncertainty Estimation

STL Richland has adopted the internationally accepted approach to estimating uncertainties
described in “NIST Technical Note 1297, 1994 Edition”. The approach, "Law of Propagation of Errors”,
involves the identification of all variables in an analytical method which are used to derive a result. These
variables are related to the analytical result (R) by some functional relationship, R = constants * f(x,y.z....).
The components (x,y,2) are evaluated to determine their contribution to the overall method uncertainty,
The individual component uncertainties () are then combined using a statistical model that provides the
most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated
by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,
such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-
of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the
combined uncertainty (u;) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the
derived results, The type B uncertaintics are all other random or non-random components that are not
included in the standard deviation,

The derivation of the general "Law of Propagation of Errors” equations and specific example are
available on request.

STL Richland
rotGeneraiinfo v3.72

ST RICHLAND



Report Definitions

Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level, Often the Action Level is related to the Decision Limit,

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Bias Defined by the equation (Result/Expected)-1 as defined by ANSIN13.30.

COC No Chain of Custody Number assigned by the Client or STL Richland.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (I.SC) the batch blank count is the background,

Total Uncert (is) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure

u, . Combined of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in the

Uncertainty. same units as the result.

(#s), Coverage
Factor
CRDL (RL}

Le¢

Lot-Sample No

MDC|MDA

Primary Detector

Ratio U-234/U-238

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland “default”
nominal detection limit. Often referred to the reporting level (RL)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume

associated with the sample. The Type I error probability is approximately 5%. Le=(1.643 *

Sqrt(2¥(BkgrndCnt/ BkgrndCntMin)y/SCntMin)) * (ConvFe/(BIf*Yid*Abn*Vol) * IngrFet). For L3C methods the

batch blank is used as a measure of the background variability. Le cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client. The
sampie number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and I error probability of approximately 5%. MDC = (4.65 *
Sqrt((BkgmdCnt/BkgmdCntMiny/SCatMin) + 2.71/SCntMin) * (ConvFet/(Eff * Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is
1.038.

Rst/MDC Ratic of the Result to the MDC. A value greater than 1 may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Rst/TotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than 1 may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

RER The equation Replicate Error Ratio = (S-DY(sqri(TPUs” + TPUA)] as defined by ICPT BOA where $ is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

Sum Rpt Alpha The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where

Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

Yietd The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method,

STL Richland

rotGeneratinfo v3.72
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]
L 3/5/2007 11:16:31 AM STL Richland Report Lab Code: STLRL
} FormNbr: FormaiType: FEAD Version: 05 Rpt Nbr: 34589 File Name: hi\Reportdb\edd\FeadV\Rad\W05078.Edd, hi\Reportdbledd\FeadiV\Rad\34589.Edd
Lab Cifent Test Contract SAF Nbr Sdg Qc Moisture/ Distilled Sample Collection
Sample Id: Id: User Nbr Nbr: Type: Solids%*: Volume On Date: Date:
QJLPEJ10  BI1KPDS MW6-SBB-A1 S07-010 WO05s078 12/14/2006 09:23
Bateh Analyte CAS# Result Unit CniU28 TolU28 Qual MDA TreYield Method Alq Size uUnit Analy Date/Time Act
6353652 H-3 10028-17-8 1.55E+02 pCil.  1.0E+01 2.9E+01 5.50E+00 100.0  TRITIUM_ELECT_L 1.50E-01 L 02/28/2007 02:58 |
STL Richiand U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide. I
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
tFeadRad aryEdd v3.48 . X
™ Summary B Qual- Analyte was found in the associated laboratory blank above the MDC.
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Monday, March 05, 2007 STL Richland QC Blank Report

Lab Code: STLRL

FormNbr: R FormatType: FEAD VersionNbr: 05 Fite Name: h:\Reportdbledd\FeadV\Rad\WO05078. Edd, hiReportdb\edd\FeadV\Rad\34588.Edd
Lab Sample Id: JLTJWI1AB Sdg/Rept Nbr: W05078 34589 Collection Date: 12/14/2006 09:23
Client Id: NA Matrix: WATER WATER Sample On Date:
Moisture/Solids%*: QC Type: BLK Received Date:  12/14/2006
SAF Nbr Contract Nbr Test User Case Nbr SAS Nbr Suffix Decant Distilled Volume File id FSuffix RTyp
MW6-SBB-A19981 AC H
Batch #/ Analyt/ Result/ Tot/Cnt Qu~ Tracer Spk Conc/ Analy Alig Date/Time RPD/ RER/ LCS R
Qc Type CAS# Orig Bst unit  Uncert 28 al MDC Yield %Rec ethod Size/ Analyzed ucL UCLl LCL/UCL Typ
6353652 H-3 7.54E+00 pClL 6.5E+00 5.47E+00 1000 TRITIUM_ELE  1.50E-01 02/28/2007 D
BLK  10028-17-8 4.7E+00 L 00:23

STL Richland

rptFeadRadEdd v3.68

U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the puclide.
J Qual - No U qualifier has been assigned and the resuit is below the Reporting Limit (CRDL).
B Qual- Apalyte was found in the associated laboratory biank above the MDC.
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t FormNbr: R

Monday, March 03, 2007

STL Richland QC Control Sample Report

Lab Cede: STLRL

FormatType: FEAD VersionNbr: 06 File Name: h\Reportdbledd\FeadVARad\WO05078.Edd, h:\Reportdb\edd\FeadiViRad\34589.Edd
Lab Sample ld: JLTIJWICS Sdg/Rept Nbr: W05078 34589 Collection Date: 12/14/2006 09:23
Client id: NA Matrix: WATER WATER Sample On Date:
Moisture/Solids%*: QC Type: BS Received Date:  12/14/2006
SAF Nbr Contract Nbr Test User Case Nbr SAS Nbr Suffix Decant Distilied Volume File ld FSuffix RTyp
MW6-SBB-A19981 AD H
Batch #/ Analyt/ Result/ Tot/Cnt Qu- Tracer Spk Conce/ Analy Alig Date/Time RPD/  RER/ LCs R
Qc Type CAS# Orig Rst Unit  Uncert28 al MBDC Yield %Rec Method Size/ Analyzed UucCL UcL  LCLAUCL Typ
6353652 H-3 4.59E+02 pCiL 8.1E+01 5.48E+00 100.0 4.49E+02 TRITIUM_ELE  1.5003E-01 02/28/2007 70 D
BS 10028-17-8 1.8E+01 102.3 L 01:41 130

STL Richland

rptFeadRadEdd v3.68

1J Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the puchide.
J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).
B Qual- Analyte was found in the associated laboratory blank above the MDC.
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{
| Monday, March 05, 2007

STL Richland QC Duplicate Report

Lab Code: STLRL

FormNbr: R FormatType: FEAD VersionhNbr: 05 File Name: hi\Reportdb\edd\FeadIViRad\W05078.Edd, hi\Reporidbiedd\Fead\V\Rad\34589. Edd
Lab Sample Id: JLPEJICR Sdg/Rept Nbr: WO05078 34589 Coliection Date: 12/14/2006 09:23
Cilient 1d: Matrix: WATER WATER Sample On Date:
Moisture/Solids%™ GC Type: DUP Received Date:  12/14/2006
SAF Nbr Contract Nbr Test User Case Nbr SAS Nbr Suffix Decant Distilied Volume Fite id FSuffix RTyp
S07-010 MW6-SBB-A19981 AB H
Bateh #7 Analyt/ To¥Cnt Qu- Tracer Spk Conc/ Analy Alig DatefTime  RPD/ RER/ LCS R
Qe Type CAS# Unit  Uncert 28 al MDC Yield Y%Rec Method Size/ Analyzed UcCL UCL LCL/UCL Typ
6353652 H-3 pCi/L 2.8E+01 557E+00 100.0 TRITIUM_ELE  1.60E-01 02/28/2007 20,0 186 D
pup  10028-17-8 9.6E+00 L 04:16 200 3
STL Richland U Qual - Analyzed for, but the result is less than the Mdc or gamma scan did not identify the nuclide. 3
rptFeadRadEdd v3.68 J Qual - No U qualifier has been assigned and the result is below the Reporting Limit (CRDL).

B Qual- Analyte was found in the associated laboratory blank above the MDC.



STL

Data Review/Verification Checklist
RADIOCHEMISTRY, First Level Review

212812007 9:56:48 AM

Lot No., Bue Date:
Client, Site:

8SDG, Matrix:

J6L.180167;

01/28/2007

384868; PGW 815HANFORD HANFORD

QC Batch No., Method Test: 6353652; RH3EE H3EE by LSC
WO05078;, WATER

o the Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet?

ey

2.2 Are the QC appropriate for the analysis included in the batch?

2.3 is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc?

N/A

mble

3.1 Is the biank results, vield, and MDA within contract limits?

w:Data
4.1 Were results calculated in the correct units?

4.3 Were Yields entered correctly?

2.4 Does the Worksheets include a Tracer Vial label for each sample?

355" Are the sample yields and MDAs within confract limits?

4.2 Were analysis volumes entered correctly?

7 No N/A
3.2 Is the LCS result, yield, and MDA within contract limits?
3.3 Are the MS/MSD results, yields, and MDA within contract limits?
54 e e dupiicats resull yields md AS within contract s et e e e e e e

NiA

4.4 Were spectra reviewed/meet contractual requirements?

Yey No

48 Were raw counts reviewed for anomalies?

5.1 Are all nonconformances included and noted?

5.2 Are ali required forms filled out?

E'3 Was the correct methodology used?

B Wasiranscr:p’tsonchecked‘7 et s e s s e

First Level Review

6.0 Comments on any No response:

w

5,5 Were alt calculations checked at a minimum frequency?

- 15.6 Are worksheet entries complete and correct?

=gy

pate ___ 2 / zd/ﬂ%z

ST Richland
QAS_RADCALCv4.8.26

4
4

Page 1

ST RICHLAND
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STL

Data Review Checklist

RADIOCHEMISTRY

Second Level Review

OC Batch Number: % %54 %J
| WoI17¢

Review ltem

Yes (V)

No() [NA®M)

A. Sample Analysis ‘
1. Are the sample yields within acceptance criteria?

2. Is the sample Minirmm Detectable Acfivity < the Contract
Detection Limit?

3. Are the comrect isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result < the
Confract Detection Limit?

2, Does the blank result meet the Confract criteria?

3. Is the blank result < the Contract Detection Limit?

4, Is the blank result > the Contract Detection Limit but the sarople
result < the Contract Detection Limit? :

5. Is the LCS recovery with contract acceptance criteria?

7. Is the LCS Minimum Detectable Activity < the Contract Detection
Limit?

8. Do the MS/MSD results and yields meet acceptance criteria?

9. Do the duplicate sample results and yields meet acceptance
criteria?

\

C. Other ,
1. Are all Nonconformances included and noted?

2. Arxe all required forms filled out?

3. Was the correct methodology used?

AN

4. Was transcription checked?

5. Were all calculations checked at a minimurm frequency?

6, Were units checked?

ST RICH

Comments on any “No” response:

Date: {'{/’”&7

iy’
Second Level RevicW % _ %,\/

L5-0388B, Rev. 10, 8/02
LAND

11
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[

o pNnp Tl L /06 T N coc# S07-010-2
AT L gssas CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 7-010-
e 782(/.,2» O/ 7 ;7 Page 1 of 1
FCailmer gu_?fé?g“fcm Contact/Reauester Tefephione No. MSIN FAX
i KLE Dot Stewart S09-376-5056
ESAF No. Sampling Origin Purchase Order/Charge Code
& S07.010 " 3
= -
Ry, GeTORER 2006 LIMF-Mgoé- =3 e e 1 1 Tem
Shinned To ek Method of Shi t Bill of Lading/Air Biil No.
| {Sevem Trent Incomarated, Richland Gyt ¥ehicle
Prgt;};o\ll Priority: 45 Days GiTsite Property No,
POSSIBLE SAMPLE HAZARDS/REMARKS ' SPECIAL INSTRUCTIONS Hold Time Total Activity Exemotion: Yes V] No ||
=+ ** Contains Radioactive Materiat at concentrstions that are not regulated for transportation per 49 CFR but are not All Labs except WSCF: Bawch al} PNNL GW sawples submitted under A, G, 1, S, and W 07 SAFs into one SDG, not fo ¢xceed
releasable per DOE Order 5400.5 (1990/1993) SDG closure of 14 days.

Subuit invoices & deliverables to DL Stewart, PNNL

Sarmple No. Lab D = Date Time No/Type Container Sample Anatysis { Preservative
B1KPDS W rqgd 07223 | 1x20mi P Activity Scan None
B1KPD6 W o J 3x1000-mi. TRITHUM_ELECT_LSC_LL: H-3 (1) MNone
T L FPET
P
Pt [/ .
Relinquished By ; Date/Time j35 6 Receifed By |/ int S Date/Time } § 3 4, Matrix *
s 2 DEC 1 4 S DEC 14 7006
R T SICKLE 2056 - = hasd 8 = Sail DX = Do Sokd
i [ 3 k ;. H SE = Sediment ™. = nmTieni
Relinguished By £ Date/Time Received By Date/Time @ - Sniirdnn T o T'm::c fam
8. = Shdre Wl = Wie
W = Water 1N = {iowid
Relinquished By Date/Tirne {Received By Date/Time 0O = Oi ¥V = Vesenation
A = Air X = {(Yher
Retirquished By Date/Tite Received By Date/Time
FINAL SAMPLE Disposal Method {e.g., Return to sustomer, per isb procedure, used o process) Disposed By Date/Time
DISPOSITION
}._\
<
as




Date/Time Receive

am STL

Sample Checl-in List

g SR 06 13380

Cliens___ P60

Work Order Number J & 4 /80 /6 7

Shipping Container ID:__ SAWE 115

SDOH LS ETE  RNA() SARH_FOT-0/9 Na

Chain of Custody # So7-0/0 -3

Al Bl #_ ASHED

£, Custlody Seals on saipping container intacty NA TS ch)"/ No
2. Custody Seals dated and signed? NA ] \cs}/ No ()
3 Chain of Custody record preseat? » Yes {/} No (]
4. Cooler temperature: ______ NA {7 5. Vermiculite/packing materialg is Ns\'{/) Wet [} Dry [
6. Number of samples in shipping container: /
7. Sample holding 1imes exceeded? NA /L Yas i i Nots
8. Sampies have:
tape hazard labels

custody seals

9. Samples are:

2 _in good condition

broken

10. Sample pH taken?

NA{)] pH<2[)

198 Sample Location, Sample Collector Listed? *
*For documeantation only. No comective action needed.

12. Were any anomalies identified in sample receipt?

—L_Appropriste samples labels

leaking

- have air bubbles
(Oniy for samples requiring head space)

PHSZ U oH>G ()

13, Description of anomalies (include sample numbers): ﬂ//Z:)

Yes |4 No ]

Yes!) Nog)

Sample Custodian: /(/‘(

itk

Dt /97 ‘/%ﬂé’ ,,,_m/j‘:?Ow...

Client Sample 1D

Analysis Requested

Condition

| Conunents; Achon i

y

|
1

Client Informed on

by

Person contacied

[ ] No action necessary; process as is.

Project Manager

Dute

LS-023.9/03, Rev. 5

STL RICHLAND

ST RICHLAND
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¥T

12/19/2006 3:58:50 PM Sample Preparation/Analysis Balance id: ,4,2%2(
384868, Pacific Northwest National Laboratory AS H-3 Prp/SepRC5024 . . Pipet #:
Pacific Northwest National Lab U3 Enriched Tritium by Liquid Scint )
AnalyDueDate: 01/29/2007 mg@}i 51 CLIENT: HANFORD Sept DTTm Tech: -3~ 87 pon
Baich: 6353652  WATER pCill. PM, Quote: SA, 57671 Sep2 DT/Tm Tech:
SEQ Batch, Test: None
| RLLE 10U ELLEL§10NE EELR REORL RILUE1LEL (R Prep Techr
Wark Order, Lot, Total Initial Aliguot QC Tracer Count Detector Count On | Off CR Analyst, Comments:
Sample DateTime l AmtfUnit 1 Amt/Unit Prep Date Time Min td {24hr) Circle Init/Date
1 JLPEL1-AA -
JBL180167-1-SAMP ‘
R
12/14/2006 09:23 AmtRec: 20ML,3XLP #Containers: 4 Scr: Alphat Beta:
2 JLPEJ-1-ACX '
JslL180167-1-DUP
TR T
12/1412006 09:23 AmiRec: 20ML3XLP #Containers: 4 Ser: Alpha: Beta:
3 JLTJW-1-AAB '
JBL.180000-652-BLK
pb T
1211412006 09:23 AmtRec: #Containers: 1 Scr: Alpha: Beta:
4 JLTIW-1-AC-C
J8L180000-852-1.CS
I RN | | ,
12/14/2006 08:23 AmtRec: #Containers: 1 Scr Alpha: ) Beta:
5 JLTJW-1-AD-BN ) ' ‘
JBL190000-652-1BLK
sl
1271472006 09:23 AmtRec: #0ontainers: 1 Scr: Alpha: Beta:
Comments:
A1l Clients for Batch:
384868, Pacific Northwest National Laboratory pacific Northwest Wational Lab, Sa , 57671
TLPETLAA~SAMP Constituent List:
H-3 RDL:1.008+01 LCL:70 TCL3 130 RPD:20
STi. Richland Key: In - Initial Amt,  fi - Final Amt, di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 1 ISV - insufficient Volume for Analysis wWo Cnt: 5
Richland Wa. pd - Prep Dt, r- Reference Dt, ec-Enrichment Cell, ct-Cocktiailed Added HCOC v4.8.26




2126/2007 £:36:38 AM ICOC Fraction Transfer/Status Report
ByDate: 2/28/2008, 3/5/2007, Batch: 8353652', User: *ALL Order By DateTimeAccepting
Q Batch Work Ord  CurStatus Accepting Comments
6353852
AC CalcC McDowellD 21612007 10:33:01
SC wagarmr isBatched 121972006 4:02;34 PM iCOC_RADCALC v4.8.26
SC ICOC 1sRpt 1730/2007 4:31:08 AM ICOC_RADCALC v4.8.17
SC McDoweliD inSep1 2/6/2007 10:33:01 AM RICH-RC-5024 REVISION 2
SC MeDoweliD SepiC 212712007 3:28:49 PM RICH-RC-5024 REVISION 2
SC DAWKINSO InCnt1 2012772007 4:03:13 PM RICH-RD-0001 REVISION 3
SC BlackCL CaleC 212812007 6:27:54 AM RICH-RD-0001 REVISION 3
AC MeDowellD 212712007 3:28:48 PM
AC DAWKINSO 212712007 4:03:13 PM
AC BlackCL 2128/2007 6:27:54
AT ATCEpInY BN S U STats THange
STL Richfand Grp Rec Cnt:4
Richland Wa. Page 1 ICOCFractions v4.8.26

ST RICHLAND
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